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The gold standard for symptomatic relief of bladder outlet obstruction secondary to be- 
nign prostatic hyperplasia has traditionally been a transurethral resection of the pros- 
tate (TURP). Over the past decade, however, novel laser technologies that rival the con- 
ventional TURP have multiplied. As part of the ongoing quest to minimize complica- 
tions, shorten hospitalization, improve resection time, and most importantly reduce 
mortality, laser prostatectomy has continually evolved. Today, there are more varia- 
tions of laser prostatectomy, each with several differing surgical techniques. Although 
abundant data are available confirming the safety and feasibility of the various laser 
systems, future randomized-controlled trials will be necessary to verify which techni- 
que is superior. In this review, we describe the most common modalities used to perform 
a laser prostatectomy, mainly, the holmium laser and the potassium-titanyl-phosphate 
lasers. We also highlight the physical and clinical characteristics of each technology 
with a review of the most current and highest-quality literature. 
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INTRODUCTION 

Over the past decade, medical professionals have seen a 
tremendous growth of lasers used in the treatment of both 
benign and malignant conditions. Specifically, urologists 
have witnessed a paradigm shift away from the conven- 
tional monopolar transurethral resection of the prostate 
(TURP) for the treatment of symptomatic bladder outlet 
obstruction (BOO) toward newer technologies with im- 
proved safety yet comparable durability. It is universally 
accepted that monopolar TURP carries several complica- 
tions and side effects, including bleeding, fluid absorption, 
and postoperative electrolyte imbalances. To improve on 
the pitfalls of conventional TURP, lasers have been used 
to treat BOO secondary to benign prostatic hyperplasia 
(BPH). Laser prostatectomy has several advantages over 
standard TURP, including minimal fluid absorption, tech- 
nical simplicity, minimal bleeding, and in some cases a 
shorter duration of hospitalization. Owing to the hemo- 
static profile of some lasers, laser prostatectomy can even 



be safely performed in men receiving therapeutic antico- 
agulation. As such, newer, safer, yet more powerful iter- 
ations of various laser fibers continue to evolve, giving the 
practicing urologist a full armamentarium of laser fibers. 
In this review, we highlight the variety of lasers currently 
used to treat BOO and their optical characteristics, which 
result in differing clinical outcomes. 

TYPES OF LASERS USED FOR BOO 

A host of laser fibers and systems are used to treat BOO. 
Many of these laser systems use combinations of differing 
wavelengths to achieve their characteristic properties. The 
following is a summary of the commercially available la- 
sers used by urologists [1]: 

Coagulative laser: neodymium: yttrium-aluminium- 
garnet (Nd:YAG), diode laser 

Cutting laser: holmium:YAG (Ho:YAG) and thulium: 
YAG (Tm:YAG) 

Vaporizing laser: Nd:YAG, Ho YAG, diode, KTP (pota- 
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ssium-titanyl-phosphate), and lithium triborate (LBO) 

Below we summarize the physical properties and clinical 
outcomes of some of the most widely used laser systems. 

NcfcYAG LASER 

One of the first laser systems developed for ablation of pros- 
tate adenoma in a procedure later termed "visual ablation 
of the prostate" (VLAP) is the Nd:YAG laser. This laser 
emits a 1064-nm wavelength, which is poorly absorbed by 
water and penetrates deeply into prostatic tissues. In the 
prostatic tissue, it is converted into thermal energy leading 
to coagulation, which is one of the system's proposed bene- 
fits [2] . Initial results with the Nd:YAG laser were promi- 
sing. 

In a nonrandomized trial of VLAP versus conventional 
TURP, Uchida et al. [3] found that men treated with VLAP 
had similar clinical outcomes despite lower morbidity 
rates. One of the largest, multi -institutional randomized 
trials demonstrated that VLAP required less operative 
time and resulted in shorter hospitalizations, less bleed- 
ing, and lower morbidity than did TURP. However, TURP 
conferred significant and durable improvements in all uri- 
nary metrics over VLAP [4] . 

In a more recent multicenter randomized trial, Donovan 
et al. [5] compared the Nd:YAG laser with standard TURP 
in more than 200 men. The authors again found TURP to 
be superior in all primary outcomes in addition to having 
longer catheterization times compared with the Nd:YAG 
laser. 

Ultimately, the popularity of VLAP fell as patients com- 
plained of persistent dysuria despite relief of their outlet 
obstruction, which was likely a result of the dispersive ther- 
mal coagulation effect of this laser [2] . 

HocYAG LASER 

The Ho:YAG laser was first introduced in 1995 by Gilling 
et al. [6]. This laser emits a 2140-nm wavelength with a 
depth of penetration less than the Nd:YAG laser of roughly 
500 microns [2] . Because this laser is rapidly absorbed by 
water, it requires contact with the prostate tissue for vapor- 
ization to occur, which is a major difference from the KTP 
laser. The laser system is currently available at a power of 
up to 100 W. The Ho:YAG laser is also commonly used for 
the treatment of bladder stones, ureter stones, and upper 
tract urothelial carcinoma, thus making it extremely 
versatile. For BOO secondary to BPH, there are two main 
surgical techniques described that use the holmium laser, 
each with supportive data. 

1. Holmium laser ablation of the prostate 

This technique, first introduced in 1995, used the 60-W 
side-firing Ho:YAG laser to ablate the prostate adenoma 
in a systematic fashion [6]. Since this time, holmium laser 
ablation of the prostate (HoLAP) has been evaluated to a 
lesser degree than its counterpart holmium laser enuclea- 



tion of the prostate (HoLEP). Whereas HoLAP can ablate 
prostate tissue effectively while achieving hemostasis, the 
duration of ablation required to remove large amounts of 
prostate adenoma was reported to be tedious and costly [7] . 
Nevertheless, HoLAP has undergone rigorous evaluation. 

In a randomized comparison between TURP and HoLAP, 
Mottet et al. [8] reported the procedure to require more op- 
erative time (75 minutes vs. 56 minutes); however, it had 
a shorter catheterization time with equal improvements in 
patients' International Prostate Symptom Score (IPSS) 
and maximal urinary flow rate (Qmax). In one of the longest 
durations of clinical follow-up, Tan et al. [9] found that 
HoLAP provided durable improvements in urinary metrics 
up to 7 years postoperatively; however, 15% of men under- 
went a repeat transurethral procedure. In men with pros- 
tate sizes greater than 80 mL, Kumar [10] published data 
showing HoLAP to be efficacious and feasible with a mean 
lasing time of 77 minutes. In a comparative trial of HoLAP 
versus photoselective vaporization of the prostate (PVP), 
Elzayat et al. [11] reported in a prospective randomized tri- 
al of 109 men that HoLAP required more operative time (70 
minutes vs. 56 minutes). 

Today, the 100-W laser system is currently advisable as 
a safe alternative for smaller prostate glands [7] . Barski et 
al. [12] reported the most contemporary series of 144 men 
with a mean prostate volume of 40 mL by TRUS undergoing 
80- to 100-W HoLAP. Their mean operative time was 50 mi- 
nutes with significant improvements in all urinary met- 
rics; however, men with prostate sizes greater than 40 mL 
had a reoperation rate of 25%. HoLAP has even been uti- 
lized in a "fast-track" ambulatory surgery setting whereby 
65 men were discharged directly home with catheters in 
place. Jumper et al. [13] report there were no readmissions 
and minimal morbidity within 90 days. 

2. Holmium laser enucleation of the prostate 

In an effort to speed operative time while mimicking the 
principles of a standard TURP resection, a modification of 
the ablative technique was first described by Gilling et al. 
[6] in 1996 and later by Mackey et al. [14] in 1998. Using 
the laser, the resectionist makes perpendicular incisions 
in the lateral lobes of the prostate adenoma off the prostatic 
capsule and later evacuates the prostate chips by means 
of a morcellator or evacuator. The median lobe is then 
enucleated back to the verumontanum [15]. This technique 
allows for retrieval of prostate chips for pathologic tissue 
analysis. 

These reported benefits have generated rigorous evalua- 
tions into the safety, efficacy, and durability of HoLEP. 
Gilling et al. [16] reported on 6-year follow-up data for 71 
men after HoLEP. This retrospective review represents 
perhaps the longest experience of HoLEP and demon- 
strates a satisfaction rate of 92% with durable improve- 
ments in urinary metrics. 

For men with large prostates, HoLEP was proven suit- 
able in two trials comparing HoLEP with open simple 
prostatectomy. Naspro et al. [17] randomly assigned 80 
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men with prostates greater than 70 mL on TRUS and found 
that whereas simple prostatectomy had a shorter operative 
time, the men who underwent HoLEP had less bleeding, 
a lower number of blood transfusions, a shorter catheter- 
ization time, and a shorter length of hospitalization. At 24 
months, the urodynamic and uroflowmetry findings were 
equal among the groups. In a similar study with a 5-year 
follow-up of men with prostate sizes greater than 100 mL, 
Kuntz et al. [18] found equally good results with no statisti- 
cally significant difference in reoperation rates. 

HoLEP has also been reported to be safe in men receiving 
anticoagulation mediation. Elzayat et al. [19] enrolled 83 
men receiving chronic oral anticoagulation therapy with a 
mean prostate size by TRUS of 82.4 mL for HoLEP. The au- 
thors reported that one patient required intraoperative 
platelets and 7 men required postoperative blood trans- 
fusions; however, there were no major postoperative ad- 
verse events or thromboembolic events. 

Many comparative trials of the HoLEP technique versus 
TURPhave been performed [20-22]. In one of the first mul- 
ticenter, prospective randomized trials, Montorsi et al. [23] 
enrolled 100 men with symptomatic BOO. With routine 
1-year follow-up, the authors reported equal urodynamic 
findings and subjective symptom scoring between the 
HoLEP and TURP groups. The men who underwent 
HoLEP had a longer operative time but shorter catheter 
times and hospital lengths of stay. Complications were 
similar among the groups. In another randomized trial 
comparing HoLEP with TURP, Ahyai et al. [24] found du- 
rable improvements in all urinary metrics at 3 years, but 
the reduction in the postvoid residual (PVR) was sig- 
nificantly improved in the HoLEP cohort. There were no 
significant differences in late complication rates of ure- 
thral strictures, bladder neck contractures, or need for 
reoperation. In a comparison of the impact of each surgical 
technique on erectile function, both HoLEP and TURP 
equally lowered responses on the orgasmic domain of the 
International Index of Erectile Function questionnaire 
[25]. 

Critics of HoLEP report that the procedure is technically 
challenging and requires at least 20 to 50 cases to gain sur- 
gical proficiency [2]. The addition of prostatic chip extrac- 
tion via morcellator adds surgical risk with potential blad- 
der perforations or bladder mucosal injuries being reported 
[26] . Nevertheless, the holmium laser has been thrust into 
mainstream use internationally, and despite being techni- 
cally challenging, HoLEP has been shown to rival the con- 
ventional TURP. 

K I P AND 532-nm WAVELENGTH LASERS 

Recent advances in laser technologies have allowed for con- 
tinuous evolution of the KTP lasers. This family of lasers 
has a 532-nm wavelength that is selectively absorbed by 
hemoglobin and acts as an intracellular chromophore. 
Energy is absorbed through a water-based medium into the 
hemoglobin molecules of the prostate, where it is rapidly 



heated and causes vaporization of tissue and bubble 
formation. These unique properties of the 532-nm KTP la- 
ser allow excellent vaporization while achieving hemo- 
stasis with a 1- to 2-mm rim of photocoagulation. As such, 
the term "photoselective vaporization of the prostate" was 
coined [27]. 

1.60-W KTP LASER 

The first in vivo report of the 532-nm KTP 60-W laser was 
in 1998 by Malek et al. [28] . The original prototype was 
studied in 10 men with BOO with a mean prostate volume 
of 38.4±9.7 mL. In all 10 men, Foley catheters were re- 
moved within 24 hours and maximal urinary flow was sig- 
nificantly improved. Since this time, numerous studies 
have been performed evaluating the safety, efficacy, and 
durability of the 60-W KTP laser. Larger trials performed 
in 2000 with a 2-year duration of follow-up corroborated the 
initial findings and moreover demonstrated improve- 
ments in American Urological Association Symptom Score 
(AUASS), Qmax, and PVR [29] . 

2. 80-W KTP LASER 

While the initial studies of the 60-W KTP laser were prom- 
ising, perhaps the biggest criticism was a lack of efficient 
vaporization. To address this, the 80-W KTP laser was in- 
troduced to increase the lasing power to accommodate fast- 
er tissue ablation. To preserve the 1- to 2-mm coagulation 
zone, a pulsing technology was incorporated that confines 
the lasing energy solely to the superficial tissues, which is 
termed "thermal confinement" [2] . 

The first in vivo human experiments with the 80-W KTP 
laser demonstrated durable improvements over 1 year in 
AUASS, Qmax, PVR, and quality of life (QoL) scores [30]. 
Similar studies with more patients demonstrated equivo- 
cal results with low stricture and bladder neck contracture 
rates (1-2%) [31-33]. In the first large, multicenter study 
examining the 80-W KTP laser for the treatment of BOO, 
Te et al. [34] followed 145 patients over 1 year and found 
durable improvements in all urinary metrics and sig- 
nificant decreases in prostate volume by ultrasound. No 
patient required a blood transfusion, and only 3% had post- 
operative urinary retention. Next, the 80-W KTP laser was 
attempted in larger glands (mean prostate volume, 101 
cm 3 ). Sandhu et al. [35] found no significant difference in 
preoperative to postoperative serum sodium levels and du- 
rable improvements in urinary metrics up to 1 year. 
Rajbabu et al. [36] performed a similar study in 54 consec- 
utive patients with prostate volumes greater than 100 mL 
who were followed for 2 years and reported similar results. 

Because the procedure is performed with isotonic saline, 
the risks of electrolyte imbalance, hyponatremia, and fluid 
absorption are proposed to be lower. As such, the 80-W KTP 
laser found a role in high-risk patients with cardiopulmo- 
nary risk factors. Men with American Society of Anesthe- 
siology (ASA) scores greater than 3 underwent PVP and at 
1 year there were no reported major complications [37]. 
Chung et al. [38] compiled the largest series of 162 men re- 
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ceiving systemic anticoagulation who underwent 80-W 
KTP laser prostatectomy. Those authors found an overall 
30-day complication rate of 9% with a 0% mortality rate. 
Only 6 of 162 (3.7%) had delayed bleeding requiring con- 
tinuous bladder irrigation, and 3 of the 162 (1.9%) required 
a blood transfusion. 

Malek et al. [39] presented long-term follow-up data up 
to 5 years demonstrating durability with delayed hema- 
turia in 3% of men and bladder neck contracture in 2%. No 
patient had urinary incontinence or newly developed im- 
potence, but up to 26% of the sexually active men experi- 
enced retrograde ejaculation. Similarly, Hai [40] in 2009 
reported 5-year follow-up data with a reoperation rate of 
21 of 249 (8.4%); in that study, bladder neck contracture 
occurred in 3 patients. 

PVP has been associated with minimal change in sexual 
function with some authors reporting an actual improve- 
ment in International Index of Erectile Function scores by 
7 points [41]. 

Initial concern about prolonged operative time owing to 
laser inefficiency leading to increased cost was denounced 
by Stovsky et al. [42] , who found that the estimated cost of 
PVP was lower than that of microwave therapy, needle 
ablation, and TURP. 

Taken together, these aforementioned studies thrust the 
532-nm KTP laser into the spotlight as a major contender 
with the gold standard TURP. To address this, several 
head-to-head trials have compared the 532-nm 80-W KTP 
laser with conventional TURP. Ruszat et al. [43] in 2008 
evaluated 396 men assigned to PVP versus TURP in a pro- 
spective, nonrandomized two-center study. Those authors 
found that PVP had a lower rate of intraoperative bleeding, 
postoperative blood transfusions, capsule perforation, and 
early postoperative clot retention compared with standard 
TURP. Furthermore, hospitalization time was shorter in 
the PVP cohort. Men undergoing TURP demonstrated su- 
perior urinary flow rates; however, the IPSS was not sig- 
nificantly different. Reoperation within 2 years was more 
common in men treated with PVP; however, the difference 
was not statistically significant. The incidence of urethral 
and bladder neck strictures was comparable. There have 
been two randomized trials examining PVP versus TURP. 
Bouchier-Hayes et al. [44] showed that PVP was equivalent 
to TURP regarding urinary metrics over 1 year yet had 
markedly reduced hospital length of stay, duration of cath- 
eterization, and postoperative adverse events. 

The 80-W KTP laser has rivaled TURP despite conflict- 
ing results from several randomized clinical trials. It has 
many theoretical advantages in terms of hemostasis with- 
out absorption of hypotonic fluid. Furthermore, several 
studies have demonstrated its safety in high-risk patients 
receiving therapeutic anticoagulation. The main criticism 
of the 80-W KTP laser is the length of operative time owing 
to the less than ideal vaporization efficiency. 

3. 120-W KTP LASER 

To improve upon vaporization efficiency, the 532-nm 



120-W KTP laser was introduced. This new iteration of the 
hemostatic 532-nm laser used an LBO crystal to better col- 
limate the KTP laser beam. This novel system was termed 
a "high-performance system" (HPS) [2] . 

Lee et al. [45] performed the initial animal studies using 
the 120-W HPS 532-nm laser with 5 male beagle dogs who 
underwent antegrade PVP following suprapubic cysto- 
tomy. The authors compared the 80-W and 120-W lasers 
and found that the HPS laser consistently vaporized more 
tissue during a given period while maintaining a 1- to 2-mm 
rim of coagulation. When comparing the HPS system at 80 
W versus its predecessor at equal wattage, the new HPS 
system vaporized 50% more tissue in a bovine ex vivo model 
[46]. 

In one of the largest, multicenter, randomized controlled 
trials comparing the 532-nm 120-W HPS KTP laser with 
conventional TURP, Lukacs et al. [47] failed to demon- 
strate the noninferiority of the HPS laser versus TURP on 
the basis of urinary metrics at 1 year postoperatively. 
However, the authors did find that PVP was associated 
with a shorter length of stay in the hospital. In a pro- 
spective, randomized trial of 120 men, Al-Ansari et al. [48] 
found the mean operative time to be shorter for TURP, 
whereas HPS PVP conferred a shorter hospitalization time 
and duration of catheterization. The improvements in uri- 
nary metrics between cohorts were similar; however, the 
PVP group had a significantly higher number of reope- 
rations. The randomized trial with the longest follow-up ac- 
tually showed HPS PVP to have a shorter operative time 
with less intraoperative complications while maintaining 
a shorter catheterization time and hospital length of stay. 
After 3 years of follow-up, the urinary metrics between co- 
horts were similar [49] . 

The 120-W HPS KTP laser has also been evaluated in se- 
lect patient populations. For example, in high-risk men 
with ASA scores greater than 3 and evidence of active car- 
diopulmonary disease, Tao et al. [50] showed the new 
120-W HPS laser to be safe and effective. For men taking 
blood-thinning medications, Sohn et al. [51] demonstrated 
that PVP using the HPS laser was safe and effective. For 
men suffering from urinary retention secondary to ad- 
vanced prostate cancer, Chen et al. [52] found the HPS laser 
to be safe and effective, despite being associated with a lon- 
ger mean catheterization duration (3.3±0.8 days) for the re- 
lief of LUTS secondary to prostate cancer. For men with de- 
trusor underactivity categorized by the Schafer nomo- 
gram, Choi et al. [53] found that PVP with the HPS laser 
was effective for relief of BOO regardless of preexisting de- 
trusor underactivity. 

4. 180-W KTP LASER 

In 2010, the newest edition of KTP 532-nm lasers was ap- 
proved as the "Xcelerated Performance System" (XPS), 
which is capable of vaporization up to 180 W. This novel 
technology, referred to as a MoXy fiber, circulates room-tem- 
perature saline to prevent devitrification, which may ulti- 
mately reduce power. Manufacturers also improved oper- 
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ative time by increasing the rate of vaporization through 
a 50% increase in power as well as a 50% increase in laser 
beam area. The proposed benefit is wider tissue vapor- 
ization without a change in the depth of coagulation (1-2 
mm). 

The first animal study using the 180-W XPS laser was 
performed in 2011 on eight canines in an anterograde 
fashion. Malek et al. [54] found that the 180-W XPS laser 
created a 76% larger vaporization cavity and a 77% faster 
vaporization rate over the 120-W HPS laser. The coagu- 
lation zone was 33% larger with the newer model. Mean- 
while, at 8 weeks postoperatively, the animals had re-epi- 
thelized resection cavities that were indistinguishable by 
hematoxylin and eosin staining. 

The first prospective human study evaluating safety, ef- 
ficacy, and perioperative outcomes was performed in 2012. 
Bachmann et al. [55] prospectively enrolled roughly 200 
men with benign prostatic enlargement to undergo 180-W 
XPS laser prostatectomy at seven different centers world- 
wide. With a mean follow-up of roughly 6 months, the au- 
thors reported significant improvements in IPSS, Qmax, 
serum prostate-specific antigen level, and prostate volume 
with no complications higher than Illb according to the 
2004 Clavien-Dindo classification system. Larger random- 
ized controlled trials with over 1 year of follow-up will be 
necessary to determine if the XPS laser outperforms other 
transurethral procedures with superior safety and effi- 
cacy. 

THULIUM LASER 

The thulium laser has gained tremendous worldwide popu- 
larity since its introduction in 2005. Thulium lasers emit 
a wavelength of 2013 nm, which permits quick absorption 
of energy by interstitial water [56] . This addresses some 
pitfalls of the aforementioned laser fibers because this 
characteristic wavelength results in matched water ab- 
sorption with reduced thermal damage owing to its mini- 
mal penetration depth. The thulium laser allows for either 
a continuous or a pulsed mode and its energy efficiency pro- 
file allows it to be a compact, tabletop device suitable for 
use with any standard 110-V electrical outlet. The techni- 
que used with this laser is a combination of vaporization 
and enucleation until small prostate chips are created and 
later evacuated. The term "vaporesection" was coined to de- 
scribe how the thulium laser may resect prostate adenoma 
while performing concurrent vaporization and ablation. In 
addition, the laser is also suitable for bladder neck incision 
[57] . In an ex vivo porcine model, Wendt-Nordahl et al. [58] 
found that the continuous wave thulium laser offered a 
higher tissue ablative capacity and similar hemostatic pro- 
file as did the 80-W KTP laser. 

Several studies have shown that the thulium laser pro- 
vides efficient vaporization in a range of prostate sizes; 
however, the majority of these series were small and retro- 
spective with limited follow-up [57,59,60]. For example, 
Mattioli et al. [61] used a thulium laser in 200 men strati- 



fied by prostate size (less than 35 g and greater than 35 g) 
and found that regardless of prostate size, the thulium la- 
ser significantly improved IPSS, uroflowmetry, and PVR, 
with all patients achieving spontaneous voiding without 
urinary incontinence. 

Xia et al. [62] in 2008 randomly assigned 100 men to ei- 
ther thulium laser resection or conventional TURP. The 
authors found that the thulium laser was superior in terms 
of catheterization time, length of stay, and hemoglobin 
drop. There were no significant differences in operative 
time, postoperative to preoperative symptom scores, QoL, 
PVR, or Qmax between the groups. Further randomized, 
prospective data are lacking comparing the thulium laser 
with other laser technologies; however, the safety and fea- 
sibility of this novel modality are promising. When the thu- 
lium laser was compared with HoLEP, Zhang et al. [63] 
found that thulium laser transurethral enucleation of the 
prostate (ThuLEP) demonstrated similar relief of lower 
urinary tract symptoms when compared with HoLEP in a 
prospective, randomized trial with 18 months of follow-up. 
ThuLEP was found to have superior hemostasis but longer 
operative times compared with HoLEP. 

DIODE LASERS 

There are many diode lasers currently on the market with 
differing wavelengths. Currently, 940-, 980-, and 1470-nm 
lasers are all available with some packaged as dual-wave- 
length lasers. There are limited data evaluating diode la- 
sers compared with KTP or holmium lasers, but the results 
of initial ex vivo studies are promising. Seitz et al. [64] eval- 
uated a 1470-nm diode laser in an isolated, blood-perfused 
porcine kidney model to assess the vaporization and coagu- 
lation properties. They compared their diode laser with an 
80-W 532-nm KTP laser and found that the diode laser at 
50 W showed significantly lower capacities for tissue re- 
moval and larger coagulation zones. The same authors 
then performed an in vivo study using beagle dogs and 
found the diode laser to ablate tissue at a rate similar to 
that of the KTP laser with similar hemostatic properties. 

Beyond animal models, there are only a few clinical stud- 
ies examining diode lasers [65,66]. Seitz et al. [67] used a 
1470-nm 50-W side-firing diode laser in 10 men and found 
significant improvements in Qmax, PVR, prostate volume 
by TRUS, and prostate-specific antigen levels. However, 2 
men (20%) required salvage TURP within 2 months of the 
initial surgery. 

With regard to the 980-nm diode lasers, Leonardi [68] 
conducted a preliminary study in 52 men and found sig- 
nificant improvement in IPSS, Qmax, and PVR with no se- 
vere complications or worsening erectile dysfunction. 
Ruszat et al. [69] also examined the 980-nm diode laser in 
a prospective, nonrandomized study with the 120-W 532-nm 
KTP laser in 117 men. Those authors found improved he- 
mostasis with the diode laser but higher rates of bladder 
neck stricture, retreatment, and stress urinary incon- 
tinence, which was likely due to the penetration depth and 
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coagulation necrosis associated with the diode laser. 

In one of the only randomized, prospective studies com- 
paring a 980-nm 200-W diode laser with the 120-W 532-nm 
KTP laser in 139 men, Chiang et al. [70] found the diode 
laser was superior with regard to hemostasis but had high- 
er rates of postoperative incontinence and dysuria. Both la- 
sers were similar in their rates of improvement of IPSS, 
Qmax, and QoL. 

Perhaps one potential niche of diode lasers that has been 
studied is outpatient, office-based laser prostatectomy. 
Rosenthal and DiTrolio [71] reported a small, retrospective 
series of 200 men who underwent PVP with the Evolve Dual 
(980-nm/1470-nm) laser system under local periprostatic 
anesthesia. More recently, the diode laser has been used 
to perform prostate laser enucleation similar to HoLEP 
[72]. Bachmann et al. [73] reported in a systematic review 
an overall paucity of safety and efficacy data for diode lasers 
with perioperative dysuria in up to 23.6% of men. 

CONCLUSIONS 

The ever-changing climate of laser technologies used to 
treat men with LUTS continues to evolve. Today there are 
more types of laser fibers than ever before, and urologists 
remain in a quandary as to which laser technology is 
superior. Regardless of the type of laser, urologists have 
come to accept laser prostatectomy as an acceptable alter- 
native to conventional TURP [74]. Of all the laser prosta- 
tectomy techniques, the most robust evaluations have been 
performed on HoLEP and the 80-W 532-nm KTP-based 
PVP technique. Although each laser technology has its dif- 
ferences, both technologies are safe, efficacious, and du- 
rable and have acceptable morbidity and mortality rates. 
Detailed guidelines from the European Association of 
Urology are available for all current laser technologies to 
help synthesize the most current data beyond that pre- 
sented in this review [75]. Nevertheless, future random- 
ized studies comparing the differing laser technologies and 
surgical techniques are necessary to determine superi- 
ority. 
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